
Cross-sectional imaging for volume of PRB 

ARTIFICIAL URINARY SPHINCTER FAILURE

Cystoscopy

•   Explant 
urgently

•   Possible 
replacement 
3-6 months 
later

•   Explant urgently

•   Leave urethral 
catheter for 
approx 3 weeks

•   Possible 
replacement 3-6 
months later

•   Replace entire AUS

Or 

•   Replace 
malfunctioning part 

•  Downsize cuff

•  Move cuff location

•   Higher pressure 
PRB
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PRB with normal 
fluid (>20 mL)

PRB: Pressure Regulating Balloon AUS: Artificial Urinary Sphincter


